From: 

Sent: 

To: 

Cc: 

Subject: 

Attachments: 


Fausett, Gary (DPH) 

Wednesday, May 12, 2010 4:31 PM 
Nassif, Julianne (DPH) 

Hannon, Bruce (DPH) 

FW: Agilent Quote - MSD ChemStation Upgrade 

Agilent Quote - State of MA - Peter Piro - MSD ChemStation Upgrade.pdf; 
PCforChemStation_dc7900.pdf 


Importance: 


High 


From: eric pertschi@agilent.com [ mailto:eric pertschi@aQilent.com ] 

Sent: Wednesday, May 12, 2010 3:55 PM 
To: Piro, Peter (DPH) 

Cc: Fausett, Gary (DPH); damon dupponq@aqilent.com 
Subject: Agilent Quote - MSD ChemStation Upgrade 

Hello Peter, 

Per your correspondence with Damon Duppong, I am forwarding a quote for an upgrade of your MSD ChemStation 
software. 

Please note that this quote assumes that your GC and MSD are communicating with the ChemStation PC via a LAN 
interface, not an HPIB interface. The current revision of MSD ChemStation is not compatible with an HPIB interface. 

I am also attaching, for your reference, a document which provides the PC specifications required to run the current 
revision of ChemStation. 

If you should have any questions or concerns relative to this quote please don't hesitate to contact Damon or I. 

Thank you again for your continued interest in Agilent's GC/MS products. We value your business and appreciate your 
time! 

Best regards, 

Eric Pertschi 

| Instrument Online Sales | Agilent Technologies | m office 302-633-8386 | El eric pertschi@aqilent.com 
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